
 

Fan System 

2.5 lpm Flowmeter 

with Silicone hose 

PS-0454 & PS-0545 
 Gas evacuation with fan 
regulation 01. – 20 lpm 

and Power supply 
 
 

 

ITD OC.1786.902 
Trolly standard 

(Optional) 
 
 

 
Connecting Diagram Anesthesia System to  

any PET CT or MRI Machine 
ANY PET 
CT or MRI Machine  

 

 

 

         

 

 

 

  

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

GAS Line  Silicone hose 

Aldasorber Filter 
    PS-0584-00 

 

GAS 

GAS Inlet 

O2 Hose 

Z9 19147-600 

CV-30-301-Digital 

Combi-vet® Digital 3 

MDS 
0.3 – 16 lpm 

PS-0347 AP Induction Chamber 
with on/off switch 

2.5 lpm Flowmeter 

with Silicone hose 

5 lpm Flowmeter 

with Silicone hose 

PS-0582 Hose 

PS-30-457 Flowmeter 3 MDS 

   3 Multi Animal Delivery 

O2 Oxygen Cylinder 
with pressure 
manometer 3 Bar 
or Wall mount port 

Surgery table standard with Physitemp 

temperature controller unit 

 

PS-0582 Hose 

Aldasorber Filter 
    PS-0584-00 

 

PS-0582 Hose 

Aldasorber Filter 
    PS-0584-00 

 


